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                             TriPlus Components Installation Limits

The tables report the left and right installation limits of the components on the TriPlus Sampler. Each limit is measured from the 
left/right outer end of the crossrail X (standard / extended) and the left/right outer end of the component of interest.

 

Crossrail X 96 mm

OFF-LIMIT AREA OFF-LIMIT AREA

LEFT OUTER END RIGHT OUTER END

Crossrail Y

75 mm
+/- 1 mm 

49 mm
+/- 1 mm 

48 mm
+/- 1 mm 

46 mm
+/- 1 mm 

43 mm
+/- 1 mm 

43 mm
+/- 1 mm 

Washing Station 2 solvents

Washing Station 4 solvents or Fast Washing Station Standard or Thermostatted Tray Holders

Bar Code Reader.

Incubation Oven (Agitator)Fiber Conditioning Station

42 mm
+/- 1 mm 

49 mm
+/- 1 mm 

52 mm
+/- 1 mm 

52 mm
+/- 1 mm 

57 mm
+/- 1 mm 

62 mm
+/- 1 mm 

CAUTION  The  washing station module, when used in combination with HS/SPME version, requires the optional Vial 
bracket holder. The washing station equipped with Vial bracket holder is required to be mounted on the LEFT SIDE of 
the longitudinal crossrail of the sampler. The Vial bracket holder is not required when operating with AS version, and 
the washing station can be mounted along the longitudinal crossrail also on RIGHT SIDE.
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